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REV ECN DESCRIPTION BY/DATE CHK APPR 

A 5791 INITIAL RELEASE NC, 4/13/09 AS DV 

B 15615 PANEL MARKING ACCEL WAS: SENSOR RA, 02/27 /20 £/A 

THIS VIEW IS WITH BOTTOM CASE HALF 
REMOVED FOR BATTERY REPLACEMENT 
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PPR VED DATE 
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ITLE 

CIRCUIT BOARD 

TWO 9-VOLT DRY CELL 
BATTERIES. REPLACE 
WHEN "LOW BATIERY" 
LED GLOWS. 
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